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ANNOTATION 


Several institutes in the USSF *nd France are involved in the 
development of the gamma - telescope "Gamma - I." One of the most 
Important systems of the telescope are the wlde-gap spark chambers 
which are used both to identify the gamma-quanta and also to deter- 
mine the directions of their arrival. The construction of the gam- 
« 

ma - telescope allowed two systems to be used for information re- 
cording with the spark chambers: photographic and vidicon system. 

The methods and the test results of the experimental research of 
the vidicon system characteristics, developed at the Centre for 
Nuclear Research in Saclay, are described. It is shown that the 
basic parameters of the vidicon system are not worse than the basic 
parameter of the photographic system. 
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Introduction 


After having successfully performed experiments SAS - 2 [I] and 
COS - B[2] the era of the high energy experimental gamma - astronomy /3* 
has begun [Ef >50 MeV]. 

Further progress In this research area Is related to the sensi- 
tivity Increase of gamma - telescopes and this Is achieved by the 
increase of the detector surface area and their angular resolution. 

The USSR and French specialists have developed a light and power- 
ful gamma - telescope "Gamma - I" I3J. The wide-gap spark chambers 
are used as a deyice to determine the particle arrival. In order to 
determine the angular resolution, the calibration, using the beam of 
the "marked" gamma - quantum of the accelerator "DESY" [*U, was applied. 
Observation of the chamber information was realized using photocard- 
ers. It has been shown that the wide - gap spark chambers angular 
resolution is *2°. For photographic observation of gamma-quanta with 
the energy of 100 MeV it is » 2° . For electrons with 2 GeV energy it 
is*’ 0.8°. For SAS - 2 and COS - B the corresponding quantities for 
gamma - quanta with 100 MeV energy are and 5 % H and 2], 

The use of photographic observations has many obvious advantages. 
During long experiments in space [« 1 yearj many technical difficulties 
arise: either the necessity for a regulated photocassette recharg- 

ing or large amounts (with respect to weight) of the phototape. The 
phototape returns to earth. In addition there is no possibility for 
fast data analysis. Entering this data into the computer together 
with the other telescopic parameters is inconvenient. Therefore, /4* 
the gamma telescope and the photographic system for information ob- 
servation are provided with the. television [vidicomj system, which 
does not have the aboye-mentioned drawbacks. 

However, the vidicon system is much more complex in its structure 
and requires transmission of large quantities of digital information 
from the satellite to the earth which is. necessary to describe the 

•Numbers in margin indicate foreign pagination. 
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spark "picture" in the spark chambers. In addition, there is no 
practical experience in using the television systems for information 
observation using wide-gap spark chambers either for airborne tests, 
or for tests on the earth. This article is devoted to the study of 
the vidicon system characteristics which were developed to operate 
with wide - gap spark chambers. 


Vidicon System 


* 

The basis of the vidicon system is two television chambers used 
to obtain stereoscopic pictures of the spark chambers. Each vidicon 
chamber has a vidicon lens, tubes, video amplifier, amplitude discr- 
iminator, digital scanning block, power supply, and electronics for 
processing of the digital data of one event. 


The vidicon system is started by the M2 and M ? which are trigg- 

Z 

ered by the telescope "Qamma - I" as soon as a gamma-quantum or charg- 
ed particles are registered [33. 


The development of the vidicon system was done with the follow- 
ing characteristics in mind: 

Each of the 14 spark chambers gaps! length of the gap 30 mm3 is 
beamed by three lines of the horizontal scanning with 17 mm distance 
between the end lines on the front wall of the chambers. The dist- 
ance of 17 mm was chosen because the rear wall of the chambers pro-/5* 
jected on the front wall of the chamber has a height of 21 mm. [The 
distance from the vidicon to the front wall of the chamber is 1250 mm, 
the chamber depth is 500 mraj, and the spark coordinates measurement 
is not to be done closer than 0.1 of the spark length, because closer 
to the electrode the spark does not follow the particle track. The 
middle line in the gap is on tlfe level of the light marks at the end 
of each gap and has the same distance from the electrodes. Two end 
lines are located at equal distances from the middle line. By using 
remote control a change in the distance between the end lines - from 
17 to 12.5 mm was predicted. Such a need may arise in the case of 
the slight change due to the vibration of the mirror inclination an- 
gles (pitch angles) bringing the picture of the spark chambers into 





the lens of the vidicom system. This could result In one of the lines 
being outside of the chamber's limit. 


The coordinate scaling along the line is 4000, i.e., one depose is 
0.125 mm on the scale of the front wall of the chamber [the dimensions 

p 

of the spark chamber arc 500 x 500 mm 3. This coordinate step allowed 
us to obtain the spark inclination angle with a discretization of « 
0.4° for a distance of 17 mm between the end lines. 

* 

The angular discretization of 0.4° was chosen on the basis of the 
spark chamber calibration result with the accelerator DESY [4,53 
which showed that the limit value of the angular resolution for the 
Individual relativistic particles is *0,8°. 

In order to limit the volume of the computed coordinate infor- /6* 
mation the length is determined only for the first eight sparks of 
the line and the whole number of the codes [digital bits) is not to 
be higher than 156 for each projection. In addition, in order not 
to overload the telemetry (remote control system) with "empty" infor- 
mation, certain events which satisfied certain requirements, were 
eliminated (not more than one spark in the gaps from 1 to 10 and 
absence of the sparks in the gaps 11 and 12). If the given condi- 
tions are satisfied in two projections [so called "white picture”.] 
no data are transmitted from the yidicon memory. 

Also, the data transmission will not occur if the roaster M in 
the first or second gap has one or a few sparks in X or Y projection. 

The information about the taken picture is established as a re- 
su:.*- of the computation and analysis of the picture in the vidicon 
memory . 

3. Data Structure 

It is well known that the success or failure of any application 
of the digital computer (a vidicon system of the information observa- 
tion is designed to operate only with the computer) strongly depends 
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on an effective and convenient data structure which has been developed 
Therefore, data structure development Is very Important. 


The data flow contains the following information: number of 

sparks in each projection, number of the vldicon format, number of 
the gamma - telescope format which corresponds to the given format 
of the vldicon system, timer recordings (indications), the number of 
the turned-on gaps for each projection, video-signal discrimination 
threshold, number of codes (bits) per vldicon line, abscissa, and, 
width of each vldeoslgnal. 

The special feature of the developed structure is a high noise 
immunity. In each word £8 bits] one bit is a parity word control 
bit. Since the vidicom format length is variable, the key infor- /7* 
mation words [gap number, number of the codes of the line] are pro- 
tected by the use of the Hamming Code. This allowed not only a 
failure detection but a failure elimination too. In addition in 
order to -avoid that some word might imitate the beginning of the 
format [sequence of 16 zeros] the words from 4 to 26 always have 
the seventh digit equal to 1. We have to remark that the given 
structure carrier of Information between computers was a punched 
tape. During the processing some failures were corrected and the 
formats with the uncorrected failures were rejected. 

4. Measurement and Control Apparatus 

For such a unique on-board space system as is the vldicon sy- 
stem, one needs complex measurement and control equipment. The tasks 
of such equipment are many,- far more than the task of a traditional 
system. 

Control and measurement apparatus have to test the vldicon and 
the related electronics not only on the earth[during lab adjustment, 
during calibration with the cosmic mesons and gamma - quanta; during 
calibration with the accelerator] but also have to perform fast data 
analysis under space ^operating conditions of the gamma - telescope. 

It is possible to formulate the basic function of the control - 
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measurement apparatus as follows: 

1) Control of the apparatus function; 

2) Experiment control for on-ground testing; 

3) recording, storing and data processing. /8* 

After careful analysis and selection it was decided to use 

the mini computer M Mitra 15/35" a a the basic control. 

"Mitra - 15/35" has a memory of 32K with 16-bit words; average 
Instruction execution time ^ - 5 microseconds; it has also a highly 
developed Interrupt system. 

Peripheral equipment: serial printer LOGABEX LB 180 [180 word/ 

sec] teletype ASR 33 with the writing and reading device for punched 
paper tape; alpha-numerical display, memory disc with a 5 M bits 
capacity with the fixed heads; input block for 32 analog signals, 
input block for digital information, output block for vidicon cont- 
rol, block for optical grid control. 

In order to better use the possibilities of the computer, the 
programming "Assembler -2" Mitra 15" language was used. 

The operating regime is a pseudo-dialog type. That means that 
the user at any level of the dialog may see a finite number of the 
orders (commands) listed on the display. 

Using the commands generated by the display's button pressing, 
the user can change the videos ignal discrimination threshold and the 
status of the triggered marks in each gap. He can turn different 
parts of the optical grid (for study purposes) on and off and give 
the triggering commands for a^ and M z> 

• 

The data received from the vldicom system by the "Mitra-15" 
can be represented by the operator on the display screen, or by 
alpha numeric printer or on punched tape. 

The punched tape Is used for serial processing with high capac- 
ity computers. 
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1. instructions 


The control of the analog signals [power supply current and 
voltage X, Y scanning current of the vldicon system projection] 
and structural data control are brought directly to the basic part/9* 
of the "Mitra-15". 

5. Selection of the optimal vldicon system parameters 

During the vldicon system development there were many unclear 
questions : 

- What has to be the sensitivity of the vldicon with respect 
to the real spark? 

• What has to be the allowed spark brightness range? 

- What gives a better repwsentat ion of the individual charac- 
teristics of the spark: coordinate of the video signal 

maximum and its amplitude or coordinate of the video sig- 
nal front part at the given discrimination level and the 
width of the video signal at that level? 

In order to answer these basic questions, a study model was de- 
veloped consisting of four spark chambers, table model of the vldi- 
con system and telescope having two scintillation counters located 
above and below the spark chambers. While the cosmic A -ions were 
passing through, the telescope signal triggered the spark chambers 
and the vldicon system. 

During the operation an oscillograph with memory was used as a 
recording device. The vidicon system has a line resolution (discret- 
ization) of 0.125 mm. The videosignal width and its amplitude depen- 
dence on different factors were investigated. Figure 1 shows two 
experimental dependencies: dependence of the average amplitude and 
the average videosignal width on the spark brightness. The same 
drawing shows the distribution [dispersion] of the measured quanti- 
ties. The brightness was varied using different neutral filters in 
the optical path from the spark chambers to the vldicon lens. For 
the purpose of comparison, in the same figure are given the measure- 
ment results performed for the different power supply regimes of the 
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spark chambers 


In the range of the brightness decrease 1-4 the amplitude of 
the videosignal reaches a saturation. For the multiple brightness /10* 
decrease for more than 15- 20 the amplitude dispersion [distribution] 
Increases sharply, but the amplitude decreases. In the .same time 
within the brightness decrease range from 4 to 15 » the width and the 
dispersion (distribution) of the videosignal changes negligibly* 

From the performed meausrements it follows that the optimal range 
for spark brightness variation is 4 - 15, and the videosignal ampli- 
tude is more variable within that range than the videosignal width. 

The test data processing for the calibration measurement of the 
wide - gap spark chambers with the photographic information obser- 
vation shows that the gap brightness is an Important characteristic, 
useful for track identification. The dependence of the videos ignal 
width on the gap brightness was Investigated. The correlation coef- 
ficient 0.74 ± 0.04 shows that the videosignal width reflects the 
gap properties. 

From the above-mentioned measurements two basic conclusions 

follow: 

- The vldlcon system can operate with the wide - gap spark cham- 
bers for a 4-15 fold brightness decrease: 

- The videos ignal width- the characteristic acceptable for the 
solution of the problems using wide - gap spark chambers. 

6. Physical characteristics of the vldlcon system 

On the basis of the prestated requirements, experimental cali- 
bration results of the spark chambers using the accelerator DESY 
14,5], and the experiment with the table model of the vldlcon system 
was developed to be used with the wide - gap spark chamber gamma 
telescope "Gamma - I" for observation. 

Tests wexe performed for the purpose of the detailed investi- 
gation of the vldlcon system. The distinctive feature of the new 
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•tries of the tests Is the quantity of the measurement performed /ll* 
for every test and the Statistical approach that required full use 
of the measurement control apparatus and its mathematical implemen- 
tation. 

6.1 Experiment with the vldicon system and optical arid on the 
optical bench 

9 The optical grid and the vldicon system were located on the op- 
tical bench. Different optical grids were prepared. The optical 
grid is a plate with many slits at different places. Depending on 
the problem to be resolved optical grids with different slits were 
used, imitating straight and inclined tracks and tracks of different 
thicknesses. The optical grid was behind the flash lamp. Using a 
control table the experimentalist could control the light level of 
any point of the given optical grid. The flash lamp and the vldi- 
con system were turned on with the signal "trigger". The data was 
fed into the "Mltra - 15 n computer for processing. The brightness 
was varied with light filters. 

Figure 2 shows the dependence of the videosignal width as a 
function of the optical grid slit length for different brightnesses. 
Figure 3 shows the dependence of the videosignal width as a function 
of the brightness for different lengths of the slits of the optical 
grid. The figures show that the vldicon for the range of the real 
spark length 1 - 5 mm has nonlinear characteristics. The preliminary 
estimate shows that the direction of the spark is determined as 
a straight line passing through three points. The coordinates of 
these three points are the coordinates and half of the videosignal 
width for the given discrimination level. The influence of the 
discovered nonlinearity of the. "width" on the angular resolution 
will be discussed later. 

6.2 Testing of the vldicon system with the wlde-gap spark chambers 

In order to perform the complex testing of the vldicon system, 
a set of 12 spark chambers were built. The vldicon system and a 
set of the mirrors which brought the picture of the sp«irk chambers 
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Into the .lenses of the vidicon system and photoapparatus were set up./12 tt 

The ease of the cosmic beam 4-ions passing through the spark 
chambers was fixed by the telescope having two scintillation counters 
located above and below the spark chamber tables. The sipial from 
the telescope triggered the spark chambers and the vldlcbn system. 

The data was fed into the computer and onto punched tape for further 
processing. 

t 

The measurements were performed for the different distances be* 
tween the lines [8.5 and 6.25 mm.] and with different discrimination 
thresholds of the videosignal. Data processing was done simultaneously 
and Independently in the USSR and France. 

For analysis, recorded cases were selected in each chamber for 
one spark. The recorded particle cases with less than three chambers 
and the cases with the dispersion (deviation) of the average direc- 
tion more than 3° were not considered. 

For each test we found: 

- length distribution for each line of the vldlcon system 
and for each gap; 

- deviation distribution of the registered spark direction 
in the gap from the average direction 

- error distribution for the spark direction in the gap from 
the average direction; 

- distribution of the mean square deviation of the differences 
between the track inclination angles for two adjacent gaps. 

Figure 4 shows the dependence of the videosignal average width 
as a function of the gap numbers for different videosignal discrimi- 
nation thresholds. (For comparison in Figure 4 the videos ignal 
width from the optical grids with the slit length 1 mm and a filter 
of multiplicity I). /13* 

The vidlcon system correctly transfers the expected width behav- 
ior as a function of the discrimination level of the videos ignal. 

In addition, comparing the behavior of the spark length in the dlff- 




•rent gaps shows us the quality of spark chamber operation. 

As we already said, the angular resolution of the spark chambers 
is decisive for the "Gamma - I" experiment. The angle half Interval 
that contains 682 of the event was accepted as the angular resolution. 
The same criterion was applied for processing of calibrated measure- 
ment of the wide-gap spark chambers with the DESY [A. 5] accelerator. 

The dependence of the angular resolution on the particles incid- 
ence angle was investigated. The results are shown in Table I. 

Table 1 


Angular resolution dependence on the vldlcon parameters and the part- 
icles Incidence angles 


NO. 

Discrimination 
threshold of the 
vldeoslgnal rela- 
tive to one 

Distance be- 
tween the 
lines in mm. 

Angular resolution for different 
particle incidence angle in 
degrees. 

i 

} 


418 

>*.# 

i 

1 

1 

8.5 

0.75 

0.95 

1.05 

2 

4 

8.5 

0.75 

0.95 

1.05 

3 

7 

8.5 

0.75 

0.95 

- 

4 

4 

6.25 

.95 

1.05 

1. 1 

1.25 


Table 2 


The dependence of t'ie angular resolution, as determined above, and 
other statistical characteristics obtained during the processing on 
the vldlcon ditcretization step are shown In Table 2. /14« 



Discretization Step mm 


0.5 

0.25 

0.125 

0.125 

mean square 
error 

2. 4+0. 9 

2.2 + 0.9 

2. 1+0. 9 

3.7 + 0.9 

angular 



0.85 

| 

resolution 

1.05 

0.95 

1.7 j 

average er- 
ror of the 

1. 9+1*4 

1.7 + 1.1 

1.6 ♦ 0.8 

2.9 + 1.9 

track direc- 
tion deter- 
mination 
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| * The data were processed without taking Into account the videos lgrial 

width . 

In order to evaluate the Influence of the optical distortion and 
other factors on the angular resolution in the spark chamber space the 
Optical ^rld has the slits which imitate the straight tracks. 

The fluctuation of the direction of these lines could be inter- 
preted as the optical influence. The direction dispersion does not 
change with location in the chambers and has a value of ^'0.12°. The 
fluctuation after insertion of the glass [the thickness and type of 
the glass are the same as the lateral wall side of the spark chambers] 
is a 0.10°. With the introduction of the English plastic YE 102 with 
a thickness of 1 cm, the fluctuation is Of 0.27°. The plastic acted 
as an anti-incidence protection of the gamma telescope "Gamma - I" 

[3]. 


The three types of fluctuations could be interpreted as a deter- 
ioration of the angular resolution: 

Vo.12^0,10 2 *0,27 2 * « 0,31 

7 . Comparison of photographic and vld^con methods of information 
observation . /15* 

The experimental set-up involves the photographic method of re- 
cording. At first it was important to compare the data of these two 
methods of information observation with respect to angular resolution 
and second to get results about the efficiency of the vidicon system. 

Comparing the results , given in Table I, with the data of the 

* 

calibrated measurement of the wide - gap spark chambers for the photo- 
graphic observation [0.3°], it can be ascertained that the angular 
resolution of the wide - gap spark chambers in the case of the vidi- 
con method of the information observation is not worse than in the 
case of the photographic method for individual particles. 

The efficiency of the vidicon method is called the ratio of the 
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recorded with the vidicon to the number of the sparks 

recorded with photorecorder. The efficiency can be found for each 

spark chamber separately and for all chambers immediately. The ef- 
ficiency depends on the individual properties of each chamber , vidi- 
con discrimination threshold and the type of event. 

The events are classifed as two different types: single [S3 

and double [D] events. The single event corresponds to the one spark 
in, the chamber and double events corresponds to more than one spark 
in the chamber. Table 3 shows the data for the efficiency estimation. 
As in the above described calibration experiment using-4— ions , the 
statistical considerations for the double events were simple and the 
results were averaged over all twelve chambers. 

To evaluate the efficiency of the vidicon recording for gamma 
quanta, changes were introduced. A converter was located above the 
spark chambers. The telescope having three scintillation counters 
selected the case of particle generation in the converter material. 

The average value of the efficiency of the vidicon system for the 
discrimination threshold 0 is 88+ 3?. /l6* 

Dependence of the vidicon system registration efficiency on the 
Table 3 type of event and the vidicon discrimination threshold. 



Videosignal discrimination threshold 

Type of Event 

1 

4 

7 

S(single) 

100? 

98+1? 


D(double) 

80+5? 

72+ 4? 

54? 


8. Conclusions 


As a result of the study performed together by the Soviet and 
French specialists - an experimental investigation was made of the 
vidicon system of information observation using wide - gap spark cham- 
bers. 


These experiments showed that the basic characteristics of the 
vidicon system are not worse than the characteristics of the photo- 
graphic system. The angular resolution of the spark chambers, ach- 
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ieved by the use of the cosmic ray muons is ca0.8°. 

Wide experience has been gained in operations with vidicon, and 
a method for vidicon information processing was developed. 

The developed system of vidicon information observation using 
a wide-gap spark chamber, without question, could be used in the 
Soviet - French experiment ’’Gamma -I." 


REFERENCES 


/17* 


1. W. Hermsen et al., (1977) COS-B observation of localized gamma- 

ray emission, Proc. 12th ESLAB Symposium, Frascati 1977, p. 
13 - 20 . 

2. D. A. Kniffen et al., (.1977) SAS-2 observations of high energy 

gamma-rays from discrete sources, Proc. 12th ESLAB Symposium, 
Frascati 1977, p. 45-54. 

3. V. Akimov et al. (1977) The Soviet-French experiment ”Gamma-l" 

for high-energy gamma-ray astronomy, Proc 12th ESLAB Sympos- 
ium, Frascati 1977, p. 269-276. 

V. Akimov et al. , An accelerator evaluation of the performance 
of the Soviet-French wide-gap spark chamber for gamma-ray 
astronomy, (1977), Nucl. Instr. and Meth. 147 » p. 329-332. 

5. V. V. Akimov et al (1978), Metodika i resul'taty obrabotki 

graduirovochnykh izmereniy shirokozazornykh iskrovykh kamer 
(Methods and results of processing of graduated measurements 
of wide - gap spark chambers), Moscow, Institute for Space 
Research of the Academy of Science of the USSR. Preprint 406. 


13 



Figure 1: Dependence of the ayerage amplitude and average videosignal/l8» 
width on the spark brightness. The ordinate axis represents the ampli- 
tude [lj and the width 12} of the videosignal in relative units. The 
abscissa axis represents the attenuation coefficient of the spark bright- 
ness. 
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Figure 2: Dependence of the videosignal width, relative units, on 

the optical grid slit length. 
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Dependence of the videosignal width, relative units, on 
bness for different slit lengths of the optical grid. 
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Figure ^4 ; Dependence of the average width of the videosignal 
on the number of the gaps for different videosignal discrimina- 
tion threshold. On the ordinate axis - the videosignal width 
in the same scale as vidicon scale [0.125mm], on the abscissa 
axis - gap number. The correspondence between the points on 
the graph and the videosignal discrimination threshold is the 
following; I - threshold I; 2 - threshold 3 • threshold 7; 

4 - the videosignal width from the optical grid with the slit 
length of I mm and threshold 4. 


